Irbesartan [IRB, 2, 3, phenyl]phenyl}methyl)-1,3-diazaspiro[4.4]non-1-en-4-one, Fig. 1 ], is the first member of a new class of non-peptide long acting angiotensin II receptor antagonists, used worldwide in the treatment of hypertension (1). IRB exerts its action mainly via a selective blockade action on AT1 receptors and the consequent reduced pressure effect of angiotensin II (2). Hydrochlo- A simple, sensitive and accurate HPLC method with high throughput has been developed and validated for the simultaneous determination of irbesartan (IRB) and hydrochlorothiazide (HCT) in combined pharmaceutical dosage forms. The proposed method employed, for the first time, a monolithic column in the analysis. Optimal chromatographic separation of the analytes was achieved on Chromolith ® Performance RP-18e column using a mobile phase consisting of phosphate buffer (pH 4)/acetonitrile (50:50, V/V) pumped isocratically at a flow rate of 1.0 mL min -1 . The eluted analytes were monitored with a UV detector set at 270 nm. Under the optimum chromatographic conditions, linear relationship with a good correlation coefficient (R ³ 0.9997) was found between the peak area and the corresponding concentrations of both IRB and HCT in the ranges of 10-200 and 1-20 ng mL -1 . The limits of detection were 2.34 and 0.03 ng mL -1 for IRB and HCT, respectively. The intra-and inter-assay precisions were satisfactory as the RSD values did not exceed 3 %. The accuracy of the proposed method was > 97 %. The proposed method had high throughput as the analysis involved a simple procedure and a very short run--time of < 3 min. The results demonstrated that the method is applicable in the quality control of combined pharmaceutical tablets containing IRB and HCT.
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Keywords: irbesartan, hydrochlorothiazide, HPLC-UV, monolithic column rothiazide (HCT, 6-chloro-3,4-dihydro-2H-1,2,4-benzothiadiazine-7-sulfonamide-1,1-dioxide, Fig. 1 ), is a well-known diuretic of the benzothiadiazine class (3) . Both IRB and HCT may be used alone or in combination with or without other antihypertensive agents. A combination dosage form of IRB and HCT is indicated for the treatment of edema and hypertension. Clinical studies of IRB/HCT suggest that this combination is clinically effective with a favorable safety profile (4) . The IRB/HCT combination provided consistent reduction of blood pressure and tolerability regardless of age, obesity, prevalence of type II diabetes as well as greater efficacy in patients at high cardiovascular risk (5) .
Several methods have been reported for the determination of IRB in its dosage forms. The methods include spectrophotometry (6), spectrofluorimetry (7), voltammetry (8, 9) and HPLC (10) . Similarly, several methods have been reported for the analysis of HCT in its single or combined dosage forms. These methods include spectrophotometry (11), spectrofluorimetry (12) , voltammetry (13) , HPLC (14, 15) and capillary electrophoresis (16) . Simultaneous determination of IRB and HCT in combined dosage forms has been achieved by derivative spectrophotometry (17, 18) , HPTLC (19) and HPLC (20) (21) (22) (23) (24) . All these methods suffered from the main drawback of limited throughput because of the inherent limited property of spectrophotometry, multiple and time-consuming steps in HPTLC and the relatively long run time in HPLC methods. Therefore, these methods could not fulfill the requirement of fast analytical procedures with high throughput that could provide a same-day turnaround of results from large numbers of samples in pharmaceutical quality control laboratories. For these reasons, an alternative method with high throughput was required for simultaneous determination of IRB and HCT.
Monolithic HPLC columns, because of their excellent resolution power even at elevated flow rates, have been widely used for separation of multi-component pharmaceutical preparations as efficient alternatives for the conventional reversed phase columns (25) . In general, higher flow rate with fast analysis time reduces the consumption of solvents. Another benefit of monolithic columns is water tolerance. According to the manufacturers' information, monolith columns can be used under 100 % aqueous conditions. This property can be useful when more hydrophilic compounds are to be analyzed or if the column is to be loaded with a larger aqueous sample (25, 26 ). An extensive literature review revealed that monolithic columns have not been employed in the HPLC simultaneous determination of IRB and HCT so far. For these reasons, the present study was devoted to employ the monolithic column, for the first time, in the development of a new HPLC method with high throughput for the simultaneous analysis of IRB and HCT in combined dosage forms. 
EXPERIMENTAL

Chemicals and reagents
Irbesartan and hydrochlorothiazide reference standards (purity ³ 99.5 %) were purchased from Sigma Chemical Co. (USA). Avalide ® tablets (Sanofi Aventis, France) labeled to contain 300 mg IRB and 25 mg HCT were procured from the local market. HPLC--grade solvents were purchased from Merck (Germany). Phosphate buffer solution (pH 4) was prepared by dissolving disodium hydrogen orthophosphate and potassium dihydrogen orthophosphate in distilled water, adjusting the pH to 4.0 ± 0.1 with glacial acetic acid, and completing the volume. Deionized water was purified using a water purification system ((Milli-Q Labo, Millipore Ltd., USA). Ultra-pure water of 18 µW was obtained from Milli-Q plus purification system (Millipore Co., USA).
Preparation of standard solutions
Stock solutions of IRB and HCT (1.0 mg mL -1 ) were prepared in deionized distilled water. The working standard solution was prepared by diluting aliquots (1 mL) of stock solutions in 10-mL volumetric flasks with deionized water to give concentrations of 100 µg mL -1 for both IRB and HCT. All working solutions were stored at 4°C until analysis. Further dilutions were made on the day of analysis to obtain suitable working solutions for each drug.
Preparation of tablet solutions
Twenty Avalide ® tablets were weighed and the average tablet mass was calculated. Tablets were crushed to a fine powder, and a quantity of powdered tablets, equivalent to 30 mg of IRB and 2.5 mg HCT, was transferred into a 10-mL volumetric flask. Five mL of methanol was added, the contents of the flask were shaken for 15 min with a mechanical shaker, and the volume was then completed to 10 mL with methanol. The resulting solution was filtered through a 0.45-µm membrane filter and the first portion of the filtrate was discarded. This filtrate was diluted, as neccessary, with the mobile phase and subjected to the analysis by the developed method.
HPLC system and chromatographic conditions
HPLC apparatus consisted of a Waters Beeze TM system (Waters Corporation, USA) equipped with a 1525 binary pump with on-line degasser, 717+ autosampler, 5CH thermostated column compartment and 2487 UV dual wavelength absorbance detector. Chromatographic separations were performed on a Chromolith ® Performance RP-18e column (100 mm × 4.6 mm i.d.) manufactured by Merck KGaA (Germany). The column temperature was kept constant at 25 ± 2°C. Separations were performed in isocratic mode. The mobile phase used for separation consisted of phosphate buffer (pH 4)/acetonitrile (50:50, V/V) pumped at a flow rate of 1.0 mL min -1 . The mobile phase was filtered with a Millipore vacuum filtration system equipped with a 0.45-µm pore size filter, degassed by ultrasonication, and further by bubbling with helium gas. The samples (10 µL each) were injected with the aid of an auto-sampler. The UV detector was set at 270 nm. The system control and on-line data acquisition were performed using Waters Breeze software (Waters). The relation between the peak areas of IRB and HCT and their concentrations was used as the basis for quantification.
General procedure and construction of the calibration curve
Calibration standards of IRB (10, 30, 50, 70, 100, 120, 150 and 200 ng mL -1 ) and HCT (1, 3, 5, 7, 10, 12, 15 and 20 ng mL -1 ) were prepared by dilution of working standard solutions with the mobile phase. Ten µL of each calibration sample was injected into the HPLC system. Eight-point calibration curves were constructed by plotting the peak area of IRB and HCT vs. the concentrations of each IRB and HCT. Three concentrations, 30, 70 and 150 ng mL -1 for IRB and 3, 7, 15 ng mL -1 for HCT, were chosen as quality control samples for each analyte as low, medium and high quality control (QC) samples. Analysis of calibration samples including the QC samples at each concentration was performed in triplicate. Slopes, intercepts, and correlation coefficients (R) were calculated for each analyte by regression analysis.
Method validation
The proposed method was fully validated in terms of sensitivity, linearity, selectivity, accuracy, intra-and inter-day precision, and system suitability. Method validation was conducted according to recommendations of the International Conference on Harmonisation (ICH) (27) and the guidelines of the Food and Drug Administration (FDA) for validation of analytical procedures and methods (28) .
Linearity and sensitivity. -Using the aforementioned optimum chromatographic conditions, three independent calibration curves were constructed correlating the calculated peak area of IRB and HCT vs. their corresponding concentrations. Calibration plots for IRB and HCT were prepared daily at eight concentration points; each concentration was injected in triplicate.
Limits of detection and quantitation. -The limit of detection (LOD) and limit of quantitation (LOQ) were calculated according to the ICH guidelines for validation of analytical procedures (27) based on the standard deviation of the response and the slope of the calibration curve using the formula: LOD or LOQ = k × SD a / b, where k = 3.3 for LOD and 10 for LOQ, SD a is the standard deviation of the intercept, and b is the slope of the calibration curve.
Accuracy and precision -quality control (QC) samples. -Intra-day accuracy and precision were assessed by repeated analysis of IRB and HCT. The analysis run consisted of the calibration curve and six replicates at three concentration levels (low, medium, and high) of each analyte. These concentrations were 30, 70 and 150 ng mL -1 for IRB, and 3, 7 and 15 ng mL -1 for HCT. Inter-day accuracy and precision were assessed by analyses of the same samples on three consecutive days.
Robustness and ruggedness. -In order to measure the extent of method robustness, the most critical parameters were interchanged within the range of 1-10 % of the optimum recommended conditions while keeping the other parameters unchanged, and in parallel the chromatographic profile was observed and recorded. The studied parame-ters were: the composition of the mobile phase, pH, flow rate, and column temperature. Ruggedness of the method was determined using the mobile phase components from two different manufacturers, two different analysts, and two different instruments.
RESULTS AND DISCUSSION
Method development
The chromatographic conditions (composition of the mobile phase, its pH, and its flow rate) were optimized through several trials to achieve the best possible resolution, sensitivity and symmetric peak shapes for both IRB and HCT. Different combination ratios of phosphate buffer at different pH and acetonitrile were tested. The best chromatographic parameters were achieved when a mixture of phosphate buffer (pH 4) and acetonitrile in a ratio of 50:50 (V/V) was employed as a mobile phase, and its flow rate was 1.0 mL min -1 . The highest sensitivity for both IRB and HCT was achieved when the detector was set at 270 nm. Under such optimum chromatographic conditions, IRB and HCT were detected at retention times of 2.23 and 1.75 min, respectively; the total chro- matographic run time was 3 min. The representative chromatogram of IRB and HCT in a laboratory mixture is shown in Fig. 2 , and the chromatographic parameters are given in Table I .
Method validation
Linearity and sensitivity. - Table I summarizes the analytical parameters of the proposed method for simultaneous determination of IRB and HCT. Under the optimum conditions, linear relationships with good correlation coefficients (R = 0.9997, 3 repeated injections per each concentration level) were found between the peak area of each of IRB and HCT vs. their corresponding concentrations in the range of 10-200 and 1-20 ng mL -1 for IRB and HCT, respectively. The high R values were indicative of good linearity, and low deviations of the intercept and the slope were indicative of the reliability of calibration points.
The limit of detection (LOD) and the limit of quantitation (LOQ) for IRB and HCT were 2.34 and 0.03 ng mL -1 , and 7.70 and 1.00 ng mL -1 , respectively.
Precision and accuracy at three varying concentrations of IRB (30, 70 and 150 ng mL -1 ) and HCT (3, 7 and 15 ng mL -1 ) were within the acceptable limits (Table II) . The proposed method gave satisfactory results in terms of the intra-and inter-day precision as the RSD % values did not exceed 1.3 and 2.5 % for IRB and HCT, respectively (Table II) . Also, the accuracy of the method, namely analytical recovery, ranged from 99.1-105.7 and 99.0-100.6 % for IRB and HCT, respectively (Table II) .
Precision and accuracy. -In evaluating the robustness, it was found that a small variation in one parameter did not significantly affect the results; recovery values were 96.4-101.1 % for IRB and 97.6-101.5 % for HCT (Table III) . This indicated reliability of the proposed method during its routine application for the simultaneous determination of IRB and HCT in combined dosage forms. Ruggedness of the proposed method was evaluated as the relative standard deviation, which did not exceed 2 % (Table III) .
The obtained recovery values along with the data obtained from the ruggedness and robustness studies reflected the reproducibility of the analytical results acquired by the proposed method. Chromatographic parameters. -Chromatographic parameters related to the developed method must be within the system suitability limits before sample analysis can commence. The capacity factor (k'), injection repeatability, tailing factor (T), theoretical plate number (N) and resolution (R s ) for the principal peaks were evaluated using a mixture containing 120 and 10 ng mL -1 of IRB and HCT, respectively. The obtained values are given in Table I . These results assured the suitability of the proposed HPLC method for routine simultaneous analysis of IRB and HCT.
Specificity. -The chromatogram demonstrated the specificity of the proposed method, since there were no peaks at the retention times of IRB and HCT from excipients commonly co-formulated in their combined tablets; the chromatogram of the tablet solution was typically the same as that of the standard solutions (Fig. 2) .
Stability. -Stability of both IRB and HCT at room temperature (25 ± 2°C) and in the autosampler was assessed by injecting their solutions into the chromatographic system under the optimized conditions at varying time intervals and the peak areas were determined. It was found that both drugs gave constant peak areas; the relative standard deviations were 0.5-1.3 %. This result indicated that both IRB and HCT were stable at room temperature for 6 and 24 h on the bench top and in the autosampler, respectively. The results obtained from samples stored at ambient temperature and in the refrigerator for two to three weeks did not vary significantly (RSD = 2 %) which indicated the stability of the samples during the period of analysis.
Applications of the method to the analysis of tablets
It is evident from the aforementioned results that the proposed method gives satisfactory results with the analysis of IRB and HCT in their bulk forms. Tablets containing both drugs (300 and 25 mg of IRB and HCT, respectively) were subjected to the analysis by the proposed method. The values were 301.47 ± 2.34 and 25.01 ± 0.18 mg for IRB and HCT, respectively. These results were compared with those obtained from the reference method (29) by statistical analysis with respect to accuracy (by t-test) and precision (by F-test) . No significant differences were found between the calculated and theoretical values of t-and F-tests at 95 % confidence level, proving similar accuracy and precision in the simultaneous determination of IRB and HCT by both methods (Table IV) . This acceptable value indicated the accuracy of the method and its applicability for the routine quality control of IRB-HCT combined tablets without interference from the excipients (Fig. 2) . 
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Advantages of the proposed method over the previously reported HPLC methods
The analytical performance of the method described herein was compared with those of the previously reported HPLCs; the comparative parameters are given in Table V . In terms of the analytical throughput, derived from the chromatographic run, the method described herein has the shortest run time among the previously reported methods (20) (21) (22) 29) , since the retention times of IRB and HCT were 2.23 and 1.75 min, respectively. This short run time gives the present method a high-throughput property and makes it capable to analyze a large number of samples in a reasonable period of time in pharmaceutical quality control laboratories. In comparison with the method developed by Coudore et al. (20) , which employed gradient elution of the mobile phase components over 45 min, this long time leads to consumption of large volumes of expensive organic solvents and decreases the method throughput, as well. In contrast, the method described herein employs the simplest isocratic elution mode for a very short time < 3 min, which saves the organic solvents consumption and increases the analysis throughput. Also, the method described herein has shorter run time than the method described by Rane et al. (29) which was 15 min. Furthermore, the method described here demonstrated higher recovery values (99.1-105.7 % and 99.0-100.6 % for IRB and HCT, respectively) compared to those obtained by the previous method (72.2 ± 4.2 and 106.0 ± 8.0 % for IRB and HCT, respectively). The method described herein has been fully validated according to the guidelines of ICH rather than the method described by Sultana et al. (21) which has not been validated at all. The present method also shows higher sensitivity than that achieved by Erk (22) . In addition, the previous method was not applied to the analysis of combined dosage forms for IRB and HCT.
CONCLUSIONS
The present study represents the first report that deals with the employment of the monolithic column in the development of an HPLC method for the determination of IRB and HCT in their combined pharmaceutical tablets. The proposed method showed acceptable accuracy, precision, selectivity and linear concentration ranges. Statistical analysis of the results proved that the method is suitable for simultaneous determination of IRB and HCT in tablets forms without any interference from the excipients. The simple procedure involved in sample preparation and the short run-time (< 3 min) added the important property of high throughput to the method. This property enables the method to process a large number of samples in pharmaceutical quality control laboratories.
